Superior vena cava syndrome as a complication of permanent cardiac pacemaker in a patient with Chagas' heart disease.
A 51-year-old man with Chagas' heart disease wearing a cardiac pacemaker developed a Superior Vena Cava Syndrome. Right-sided heart catheterization showed a Superior Vena Cava obstruction with extensive collateral flow via the azygous vein. The Superior Vena Cava Syndrome can be another complication of cardiac pacemaker implantation in patients with Chagas' heart disease.